[Elaboration of the structure and principles of construction of a unified system for the apparatus for artificial circulation].
A pertinet analysis and assessment of medico-technical and ergonomic characteristics, both of individual extracorporeal circulation units (ECU) and major functional components (pumps, oxygenators, etc) served as a background to suggesting a principle for establishing a unitized ECU system based on the functional (performance) and spatial (packaged) module.